[Development of salicylic acid dipstick test].
A dipstick test was successfully devised for the screening of salicylic acid in urine. It, named "salicylic acid dipstick test", is TLC plastic sheet which was soaked into 5% (w/v) of ferric chloride aqueous solution, then was covered with Oblate and dried. The test paper was dipped into the sample, then it immediately turned purple under the condition of more than 100 microg/ml of salicylic acid in urine. This device was useful for the emergency screening of salicylic acid in acute poisoning cases with aspirin.